ABSTRACT

Objective: to analyze the capacity of the bioaerosol retention filters with the use of a surgical smoke aspirator in procedures of cauterization of venereal warts. Method: field, descriptive, cross-sectional and quantitative research. The study was developed at a referral center for sexually transmitted infections in the northern state of Paraná, in the urology outpatient clinic. Data collection was collected from April to July 2016, with a sample obtained from 72 cauterization procedures. A descriptive statistical analysis was performed. Results: 24 filters attached in two equipment, used to vacuum the smoke were analyzed. The conventional Polymerase Chain Reaction method was used to read the filters, using specific primers to search for Simple Herpes, Herpes Zoster, Hepatitis C, Human Immunodeficiency Virus, Hepatitis B and Human Virus Papilloma. From the analyzed samples were found Viral Deoxyribonucleic Acid from Herpes Simplex, Hepatitis B and Human Virus Papilloma in the analyzed filters. Conclusion: the use of surgical vacuum aspiration equipment with Ultra-low Particulate Air filters during the cauterization of venereal warts was able to retain bioaerosols when the filter replacement time was respected.

Keywords: Electrosurgery. Occupational Health. Occupational Exposure. Biological Factors

INTRODUCTION

Work is a primordial activity for the maintenance of the identity of individuals. Even being a source of satisfaction and financial gains, it can also lead to the sickness of the worker, due to the occupational risks to which they are exposed daily. These risks can be categorized as physical, chemical, biological, ergonomic, psychic and social that influence the health and disease process abruptly or insidiously.

Health workers are also directly exposed to occupational hazards, with emphasis on the biological due to the performance of their work activities, being defined by the probability of occupational exposure to microorganisms, cell cultures, parasites, toxins and prions.

Among the several biological risk agents mentioned, the focus of this study was the exposure of the health worker to the surgical smoke that is generated in the electrocauterization of venereal warts. This smoke is formed when the electrocauter in contact with the tissue elevates the intracellular temperature to at least 100º C, thus causing tissue vaporization in the form of surgical smoke. The use of electrocautery has its scientifically proven benefits, such as reduction of surgical time, less intraoperative bleeding and improved visibility during surgery.

On the other hand, the evidence on its harms exposed workers is still little explored. Electrocauterization can have harmful effects for patients and professionals, such as respiratory, ocular, dermatological, mutagenic and carcinogenic risks. The Occupational Safety and Health Administration (OSHA) estimates that every year, about 500,000 workers, including surgeons, nurses, anesthesiologists, are exposed to surgical smoke.

The guidelines for the control of environmental infection in health institutions include three ways to minimize exposure to...
surgical smoke: mechanical smoke evacuation systems with filtration during procedures involving human papillomavirus (HPV) ablation; local suction devices; Personal Protective Equipment (PPE) such as N95 mask or N100 respirators.

These workers’ health care are themes of the United Nations (UN) 2030 agenda for sustainable development, which addresses one of its goals, the protection of workers and the promotion of safe and secure work environments, reducing precariousness of work and favouring the development of occupational diseases. Worker health has also been the subject of debate by the Association of PeriOperative Registered Nurses (AORN), which has launched a campaign on a smoke-free environment.

This way, the objective of this study was to analyze the capacity of bioaerosol retention filters with the use of a surgical vacuum cleaner in procedures for the cauterization of venereal warts.

**METHODOLOGY**

Descriptive, with cross-sectional design and quantitative approach field research. Developed at the urology outpatient clinic of a reference center for sexually transmitted infections that treat patients residing in the area covered by the 17th Regional Health.

During data collection, 256 patients were treated, of whom 78 underwent cauterization of venereal warts. However, five patients refused to receive surgical smoke collection during their treatment, and one was under 18 years of age. Thus, the smoke produced by the electrocautery of 72 cauterization procedures was collected from April to July 2016. Outpatient visits occurred twice a week with prior schedules, with a mean of 16 cauterizations per week. We analyzed 24 filters coupled to two devices, used for aspiration of the surgical smoke during the procedures of cauterizations of venereal warts.

As inclusion criterion, all the consultations in which cauterizations of venereal warts were carried out in male persons, with the use of electrocautery, in the urology outpatient clinic during the period of data collection. Methods of cauterization by chemical method of warts caused by HPV, procedures performed on patients under the age of 18 years and on female subjects, were excluded.

To collect the clinical and sociodemographic information of the patients, a structured instrument was done, with the following data: cauterization date, city of origin, age, education, income, marital status, diagnosis, number of consultations of each patient and procedure time. These secondary data were collected from the records obtained in the medical records of patients submitted to electrocauterization during the period of data collection.

In the procedures for the electrocauterization of venereal warts, the equipment 1 was used to vacuum aspiration, with automatic switching, of 127 V and suction capacity of 50/60 Hz and flow rate of 26 liters/minute, with a rubber hose coupled to the equipment and maintained at five centimeters from the cauterization field. During all procedures, equipment 1 was kept connected with the electrocautery and the medical professional performed the electrocauterizations using N95 mask according to international recommendations.

This equipment with Ultra-low Particulate Air (ULPA) type filter, considered a control filter, has a retention capacity of up to 99.999% for particles of size up to 0.1 μm, used to determine the exchange time.

Equipment 2 is a vacuum pump with technical characteristics, programmed flow and capacity identical to the performance of equipment 1. The equipment 2 was used to attach the other filters, identified as a barrier filter, used in the equipment to retain the bioaerosols, a control filter, arranged just behind the barrier filter to identify the saturation of the filter used as a barrier and in a second hose coupled to the same equipment were attached to the filters identified as the environment filter. These filters were kept in an adapter named the open face to collect the smoke released into the environment.

All filters were exchanged between 7, 15, 30, 60 and 90 days, predetermined by the researcher to identify in which period between 7 and 120 days the equipment barrier filter is no longer adequate retention of bioaerosols.

In the hose bifurcation of the equipment 2, the open face adapter was coupled with the filter to collect the smoke from the environment, a
flow regulated by a needle valve with suction capacity of 5.2 liters/minute, flow corresponding to respiratory capacity of a healthy adult\(^{(11)}\) and the open face filter was kept at the same height as the upper respiratory tract of the medical professional who performed the procedures.

The equipment flow rate was tested and regulated weekly with the aid of a rotameter ensuring that the same flow was kept throughout the data collection period.

Six samples of the environment were collected using the open face. These filters were collected in the same period of collection of other samples and submitted to the analysis for the identification of possible bioaerosols present in the smoke generated by the electrocautery and inhaled by the professional during the procedures.

The filters were analyzed in a clinical analysis laboratory by the conventional Polymerase Chain Reaction (PCR) reading method. The method evaluates the presence or absence of viral Deoxyribonucleic Acid (DNA) in a qualitative way according to specific primers applied in each test but does not present quantitative values. For this reason, the quantitative value for the viral DNA found is not being presented.

After preparation, the samples were submitted to the PCR test using 5\(\mu\)l of buffer, 1.5\(\mu\)l MgCl\(_2\), 0.2\(\mu\)l Taq, 1\(\mu\)l of each specific primer (at a concentration of 20 pmol), 1\(\mu\)l of the sample. These samples were placed in thermocycler with the following schedule 94; 6'-40\(\times\) 94: 45" + 55: 45" + 72: 45". Afterwards, they were submitted to the analysis by electrophoresis, with agarose gel at 1% and after one hour and thirty minutes were stained with ethidium bromide at 0.2\(\mu\)g/ml for five minutes and in the water to bleach for thirty minutes. The reading was performed in a transilluminator with Ultra Violet (UV) light at the wavelength of 302nm and the samples analyzed in the Alpha image program.

Specific Invitrogen primers were used to search for Simple Herpes, Herpes Zoster, Hepatitis C, Human Immunodeficiency Virus (HIV), Hepatitis B and HPV.

The results were submitted to the Statistical Package for the Social Sciences (SPSS) version 20.0, using descriptive statistical analysis.

The research met the requirements of resolution no. 466/12 of the National Health Council. Participants were informed about the objectives of the research and the consent formalized by signing the Term of Free and Informed Consent. This study was approved by the Research Ethics Committee involving Human Subjects under CAAE 53181516.7.0000.5231 and opinion 1,421,266.

### RESULTS

Concerning the sociodemographic characterization of patients submitted to the cautery of venereal warts, 40 (55.5%) had up to 24 years of age, 36 (50.0%) completed elementary education, 42 (58.3%) were single and 44 (61.1%) and income of up to one minimum wage.

Regarding the diagnoses of patients submitted to the electrocautery of venereal warts, 65 (90.3%) had HPV, as shown in table 1.

<table>
<thead>
<tr>
<th>Variable</th>
<th>N</th>
<th>%</th>
</tr>
</thead>
<tbody>
<tr>
<td>HPV</td>
<td>65</td>
<td>90.3</td>
</tr>
<tr>
<td>HPV and Simple Herpes</td>
<td>3</td>
<td>4.2</td>
</tr>
<tr>
<td>HPV and HIV</td>
<td>2</td>
<td>2.8</td>
</tr>
<tr>
<td>HPV and Syphilis</td>
<td>2</td>
<td>2.8</td>
</tr>
</tbody>
</table>

Concerning the number of consultations that the participants of this study were submitted, 54.2% were being treated for the first time in this service, and the others had already undergone more than four visits.

Regarding the number of procedures
performed during the collection of surgical smoke, from the 1st to the 15th day 18% of the procedures were performed; from the 16th to the 30th day, 9.7%; from 31st to 60th day, 19.4%; from 61st to 90th day, 31.9%; and from 91st to 120th day, 21.0%. Regarding the time of procedure of the electrocautery of venereal warts, 59.7% remained between 31 to 60 seconds, 34.7% over 60 seconds and 5.6% with permanence of up to 30 seconds.

The filter of the equipment retained 99.999% of the bioaerosols from the surgical smoke up to 15 days of use. In this period, all the bioaerosols studied were absent in the equipment control filter and in the open face, but after 30 days was observed the presence of HPV in both the equipment filter and the control as shown in table 2.

**Table 2 – Distribution of bioaerosol retention in the filters used in electrocautery smoke aspiration equipment in procedures of cauterization of venereal warts, according to the filter replacement period. Paraná, Brazil, 2016.**

<table>
<thead>
<tr>
<th>Time</th>
<th>Open Face*</th>
<th>Equipment Filter</th>
<th>Control Filter</th>
</tr>
</thead>
<tbody>
<tr>
<td>7 days</td>
<td>Absent</td>
<td>HPV</td>
<td>Absent</td>
</tr>
<tr>
<td>15 days</td>
<td>Absent</td>
<td>HPV + Hepatitis B</td>
<td>Absent</td>
</tr>
<tr>
<td>30 days</td>
<td>Absent</td>
<td>HPV</td>
<td>HPV</td>
</tr>
<tr>
<td>60 days</td>
<td>HPV</td>
<td>HPV</td>
<td>HPV</td>
</tr>
<tr>
<td>90 days</td>
<td>HPV + Herpes</td>
<td>HPV + Herpes</td>
<td>HPV</td>
</tr>
<tr>
<td>120 days</td>
<td>HPV + Herpes</td>
<td>HPV</td>
<td>HPV + Herpes</td>
</tr>
</tbody>
</table>

* Environment filter

In the filter that remained throughout the collection period (120 days) used in equipment 1, the presence of HPV virus and Herpes Simplex virus DNA was detected, but the Hepatitis B virus DNA present in the filter of equipment 2 taken after 15 days.

**DISCUSSION**

The socio-demographic characteristics found in this study are similar to the results found in a Brazilian cohort that followed 1118 men, younger than 30 years old and with a higher development of genital warts (12).

Most patients submitted to the electrocautery of venereal warts had a diagnosis of HPV. It is a Sexually Transmissible Infection (STI) of high prevalence, which can be caused by 40 different genotypes of HPV, characterized by being asymptomatic at the beginning of infection and culminating in the development of genital lesions with carcinogenic potential (13).

From the 16th day of use, viral DNA was identified in the filters, despite the low percentage of cauterization carried out in this period. This result is in line with a pilot study conducted in Germany with women who underwent squamous intraepithelial excisions of the cervix, being detected contamination with high-risk HPV in surgical smoke, even with a low number of cases. However, the infectivity capacity of these HPV particles has not been investigated (14).

This way, the presence of DNA in the filters can be influenced not only by the number of procedures performed, but by the time of effective use of the electrocautery and duration of the surgery, which together can compromise ULPA filter life and decrease its barrier capacity (7). Thus, it is recommended that ULPA filters be used approximately 20 times or for 20 to 30 hours to ensure adequate particle collection (15).

The results of this study indicate the necessity of changing the filter of the aspirator in up to 15 days, because the filtration capacity was compromised after this period. However, it is important to observe the smoke evacuator filter replacement recommendations as advised by the manufacturer, appropriate disposal, considering it biological waste (8).

The analysis of the filters collected with 15 days shows that a patient with Hepatitis B was treated, which was not described in the medical record. However, the filter that remained throughout the collection period did not retain
the viral DNA of Hepatitis B, even though it is considered a virus that presents high viability even outside the body\(^{16}\). This result show the need of other studies that control variables, among them the viability and the amount of DNA required for its detection in the PCR tests.

DNA from Herpes Simplex virus, Hepatitis B and HPV types 6, 11 and 18 were identified in the samples studied, the first two being considered low risk for cancer development and type 18 classified as high risk for development of this disease\(^{17}\). According to the literature, these typologies of HPV found have tropism on the genital mucosa\(^{18-19}\), leading to the appearance of venereal warts, a finding that is in line with the sample presented in this study.

The literature reports cases of HPV- positive squamous cell carcinoma in workers who had no identifiable risk factors for oropharyngeal or HPV cancer, except for occupational exposure to surgical smoke without adequate protection during HPV- positive procedures\(^{3}\).

Despite evidence of the harmful effects of surgical smoke in recent decades, the evidence suggests that there is a lack of knowledge and awareness about the hazards associated with this risk, also the international guidelines for smoke evacuation\(^{20}\).

The AORN reports in the Implementation Guideline for Surgical Smoke Safety that healthcare institutions should provide a work environment free of surgical smoke. Procedures for safety in relation to surgical smoke should be developed periodically and the perioperative team should be able to perform improvement activities to evacuate the smoke\(^{20}\).

To reduce the effects of exposure to surgical smoke, in addition to the use of PPE, it is recommended to implement ventilation in the surgical rooms with air changes (20 changes per hour), work practice controls such as smoke aspirators, administrative controls with elaboration of standard procedures and permanent education of the team exposed to this risk\(^{20}\).

Another relevant aspect relates to the use of appropriate PPE. It is known that health workers use surgical masks during all procedures, which provide protection as a physical barrier to the patient’s body fluid spills. However, this mask does not provide adequate respiratory protection against small particles carried by the air\(^ {7}\), which makes the use of this mask questionable as the only Individual Protection Equipment (PPE) in the case of exposure to surgical smoke.

It is important to emphasize that in addition to evacuating smoke, those exposed should also use respiratory protection, such as the N95 mask, being second level of defense against surgical smoke\(^{20}\), as used in this investigation.

As a limitation of this study we present the fact that data collection was restricted to the presence or absence of bioaerosols in the surgical smoke and not the quantification or viability of the DNA That was due to the high cost of using real-time PCR for the quantification of the viral DNA and the lack of control of the environmental variables required in experimental clinical research.

It is highlighted the importance of new studies in which the environmental variables are controlled and the use of PPE as the N95 mask associated to this aspirator is tested, so that the filter efficiency can be longer and to guarantee greater safety to the professional involved in this activity.

This study warns of the need for health care of workers who are exposed to electrocautery smoke, considering the need to acquire aspirators of surgical smoke in the health services. Likewise, it is advised that in places where the surgical smoke aspirator is a reality, there is a need for proper use, exchange and disposal of bioaerosol retention filters.

**CONCLUSION**

Viral DNA of Simple Herpes, Hepatitis B and HPV were found in the smoke released during the procedures of cauteryizations of venereal warts. The use of a smoke vacuum during electrocautery was able to retain these bioaerosols. In this service, it is suggested that the ULPA type filter used in the aspiration equipment be changed every 15 days so that the retention capacity of these bioaerosols is guaranteed.
RESUMO


REFERENCES
Electrocauterization of venereal warts: presence of bioaerosols in surgical smoke

Corresponding author: Evelin Daiane Gabriel Pinhatti. Av. Robert Koch, 60 – Operária, Londrina, Paraná, Brasil. Telephone: (043) 984071007. E-mail: pinhattievelin@gmail.com

Submitted: 22/11/2018
Accepted: 28/01/2019